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Abstract. Given the premise that cycling encourages a healthy lifestyle and pro-

motes wellbeing, this paper describes the design process for the development of 

a cycling garment, with embedded electrodes for heart rate measurement to fur-

ther widen the possibilities of health and performance monitoring, in a practical 

and unobtrusive way. Electrodes were produced and tested, using different textile 

materials and techniques. Signal measurement is based on the BBB Y8YBH20 

heart rate monitor and performance tests were done using the Polar Beat mobile 

app. Finally, a prototype of the garment is presented. 
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1 Introduction 

Information technologies (ICT), portable technologies and smart textiles are changing 

the way we think and design new concepts and paradigms for the area of sports and 

well-being. With the advent of new types of textiles, such as e-textiles (i.e.: for heart or 

muscle activity monitoring), the textile becomes a platform to integrate new technolo-

gies and increment functionalities. By adding computational technologies, the textile 

becomes “smart”, providing the user information in a ubiquitous way, promoting a new 

form of interaction with the textile.  

This paper describes the design process of a skinsuit for road cycling, triathlon, track 

cycling, mountain cycling and cyclocross, where e-textile technology for heart rate 

analysis was explored. For this, we had to understand: (i) the purpose of the concept; 

(ii) the used technology; (iii) the context in which the product is used.  
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2 State of the Art 

2.1 Exploring the Technology: Textile Electrodes and Sensors 

The study of textile sensors for vital signs and biometrics has been driven by the idea 

of building remote monitoring systems that can be continuously connected to the body 

without compromising comfort, just like clothing, adding new functionalities.  

In electrocardiography (ECG), surface electrodes are used, the same type as used in 

surface EMG and EEG. Several textile materials and techniques have been used in order 

to produce textile electrodes. Some examples include knitting [1, 2], weaving [3, 4], 

and embroidery [5], using conductive yarns; printing with conductive ink [6], coating 

with conductive rubber [7]. 

Yao [8] have developed an X-band with three conventional silicon electrodes for 

continuous monitoring of cardiac activity. Zięba et al. [9] created a sleeveless seamless 

shirt that includes a knitted stretch sensor to measure breathing rate. Manero et al. [10] 

have presented a prototype of running legging with three pairs of embroidered elec-

trodes (and circuits) for continuous monitoring of muscular activity in the quadriceps. 

Ma et al. [11] proposed a shirt with textile electrodes for ECG and EMG and a textile 

breathing sensor, as well as conventional accelerometers and temperature sensor. 

Frydrysiak and Tesiorowski [12] proposed a remote monitoring system, which includes 

textiles sensors attached to a shirt for measurement of heart rate, breathing rate and 

temperature.  

A few commercial brands have been investing in smart clothing, mainly for the 

sports market. Hexoskin [13] has introduced in the market a shirt that combines textile 

and conventional sensors to provide data about heart rate and variability, breathing rate, 

oximetry and activity parameters. AiQ Smart Clothing developed Bioman, a shirt that 

has embedded sensors to monitor heart rate, breathing rate and skin temperature [14]. 

Athos® gave form to a compression shirt and shorts for sports that makes use of printed 

sensors with conductive rubber to provide information about heart rate, respiration and 

muscle activity [15]. Myontec produced cycling shorts with textile electrodes sewn to 

the shorts to detect electrical signals from quadriceps and hamstrings muscles [16].  

So far, a truly invisible integration of technology does not yet seem to be possible, 

or at least, none is known to be in the market. Nonetheless, all visible technology is 

designed in order to look pleasantly (and even unnoticed), as if it is part of the garment 

and not just some strange object. 

3 Materials and Methods 

The project follows a design process suggested by the authors that requires the under-

standing: (i) the purpose of the concept; (ii) the used technology; (iii) the context in 

which the product is used. Various materials have been explored to make textile elec-

trodes, in order to find a suitable material and method to integrate ECG electrodes in 

the garment. Performance tests were done using the Polar Beat mobile app. To make a 

prototype of the suit (size S), patterns were designed and cut, first for a partial prototype 



and later for a full prototype of the garment. After each fitting, a new prototype was 

done to correct the size measurements. 

3.1 Design Process 

A product was designed that responds to contemporary standards for cycling apparel 

and technology, combined in a fashionable way. The designed product is a skinsuit 

(Fig. 1), that integrates ECG electrodes and a heart monitoring device to continuously 

monitor heart rate, integrated in a way that it is almost invisible, therefore without com-

promising aesthetics. A polyamide/elastane jersey fabric was chosen for the cycling 

garment, which is smooth and provides some compression, keeping the electrodes in 

contact with the body.  

The garment was designed with raglan sleeves, but the position of the ECG device 

and connections’ shape made it impossible, because of the scye seams. It was then de-

cided to use a conventional sleeve, so the shoulder seam could be removed. The elec-

trodes would be put near the frontal center, but given the changes in body shape, the 

electrodes would not have a good electrical contact. Therefore, it was settled that they 

would be moved closer to the side, below the chest, where the body shape is more 

uniform. The heart rate monitoring device (BBB Bluepulse Heart Rate Sensor) was put 

in the back, near the collar, so it would not interfere with movements. 

 

Fig. 1. Detailed drawing of the skinsuit, with specifications for size S 

3.2 Choosing the E-textile 

Before building a prototype, several conductive materials – woven fabric (Statex Bre-

men), knitted fabric (Statex Silverell 1), silver ink (Dupont PE828) and conductive sil-

icone (ELASTOSIL® LR 3162 A/B) – were studied, to check their performance as 



ECG electrodes. For that, elastic bands were produced in the fabric selected for the 

cycling skinsuit and electrodes were embedded using the appropriate technique for each 

material (Fig. 2). Thermoplastic polyurethane (TPU) was used on the connections and 

on the border of the electrodes to isolate the connections from the body and to attach 

the electrodes to the fabric, maintaining the electrodes visible. Snaps were attached to 

the end of the connection to plug the monitoring device. The snaps were covered by a 

piece of fabric, so they do not contact the skin. 

In the conductive fabric version (Fig. 2a, 2b and 2c) the fabrics are sewn to the elastic 

band and in the knitted version (Fig. 2d), the conductive fabric is attached with adhe-

sive. In the electrodes of Fig. 2c, a 3mm sponge was put inside the electrode to create 

some volume. The conductive silicone comprises two components, mixed together in a 

ratio of 1:1. The mixture was coated onto the knitted fabric (Fig. 2e) and cured at 160ºC, 

for 10 minutes. For the printed version (Fig. 2f), the ink was applied using a brush and 

it was then cured at 80ºC for 20 minutes. The connections were isolated with TPU film, 

except in the case of the silicone, where this was not needed, since the fabric used to 

cover the snap also covered the short silicone circuit. 

 

Fig. 2. Stretch bands: a) and b) woven fabric; c) woven fabric with sponge; d) knitted fabric; e) 

conductive silicone; f) printed with conductive ink 

For heart rate measurement, the Polar Beat app was used, which provides real-time 

information about heart rate and parameters related to cycling (speed, distance…).  

3.3 Prototyping 

According to the design specification, a prototype was prepared for size S (small). At 

first, a prototype of the upper garment was built to check for measurements of the torso, 

which would then define the measurements of the rest of the body. This is an easy way 

to check if measurements are correct without building the whole garment. The patterns 

for the bottom were designed and a new prototype was made, comprising the upper and 

bottom parts, adding the zipper in the front, but keeping aside other details (pockets…). 

Finally, after measures were checked, a prototype of the whole garment, considering 



all details (except the e-textile) was assembled, in order to understand its construction, 

but also to check the fitting. 

 

Fig. 3. Garment prototype: a) Patterns cut (1) torso; 2) back pocket; 3) front leg; 4) back leg; 5) 

sleeve; 6) side yoke; 7) crotch yoke; 8) collar); b) fitting 

4 Results 

With all the electrodes, except the conductive silicone based electrodes, the mobile app 

showed a heart rate, when wetted. With dry electrodes, it was very hard to get a reading. 

It was only possible to get a reading when applying high pressure on the electrodes. In 

dry state, the electrodes with the sponge (elastic band c) gave better readings, because 

the sponge promotes better contact with the skin, but even in this version the readings 

were very unstable. It is easier to get a response with wet electrodes, as can be seen 

from Fig. 4, which shows an example of the heart rate shown in the app, using elastic 

band c, where four stages of exercise can be view: a) static position, b) walking, c) 

running and d) relaxing. 

 

Fig. 4. Heart rate graphic acquired from the app, using the elastic band c 

The electrodes made with conductive fabric (Bremen) do not have elasticity, unlike 

its counterparts, the knitted, printed or coated electrodes, which make these last ones 

more suitable for a garment fitted to the body and, therefore, needing to be stretched.  

5 Discussion 

If a garment with good elasticity is required, and considering that the silicone electrodes 

don’t provide any reading, the best electrodes are the knitted and printed versions. The 



printed method resulted in connections that increase their electrical resistance when 

deformed and do not recover to the initial value. This may occur because of spaces 

created in the print after stretching. On the other hand, the electrodes with the sponge 

provided the best response. The volume of this electrode assembly compresses the elec-

trodes against the skin, therefore, improving the contact with the skin and the reading.  

There is a relevant design difference between using conductive ink and fabric. When 

printing on a thin fabric, the ink is visible on the other side of the fabric, which raises 

aesthetic concerns. Moreover, given this issue, the connections need to be isolated from 

both sides. This means that they will be visible and the designer will have to design a 

pattern that meets the aesthetic requirements. On the other hand, attaching the knitted 

fabric with a dielectric TPU adhesive will not only hide the circuits inside the garment, 

but will also isolate it from the outside, making it invisible.  

The electrodes produced were tested in stretch bands, which comprise short connec-

tions along with the electrode. They may not have the same performance in the suit, 

given that the connections follow a longer track. A prototype of the suit with embedded 

electrodes for heart rate monitoring is being prepared for testing, following the above 

results. 

6 Conclusion 

Developing appealing and functional new products with e-textiles asks for a multidis-

ciplinary approach encompassing design and engineering expertise that changes the 

way a product is thought and designed.  

In this paper, the design process of a cycling smart garment was presented. Several 

approaches to using e-textiles as electrodes to measure heart rate were reported and a 

prototype of a cycling suit was made. This kind of work involves expertise in fashion 

and clothing design, as well as textile and electronics engineering, requiring close co-

operation in a team. 

The next step will be to produce a prototype of the same suit, but this time with the 

electrodes embedded. Future work may include exploration of other ways of integrating 

technology into clothing. 
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